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Abstract 



We describe a set up for measurements of low frequency (1 mHz ^ / ^ 20 
Hz) conductance fluctuations in a solid conductor. The set-up uses a five 
probe a.c. measurement technique and extensive digital signal processing to 
reach a noise floor down to S^if) < 10^^'^ V^Hz^^. The set up also allows 
measurement of noise using an a.c. in presence of a superimposed direct 
current. This feature is desirable in studies of electromigration damage or in 
systems that show non-linear conductivity. In addition, we describe a scheme 
which allows us to obtain the probability density function of the conductance 
fluctuation after subtracting the extraneous noise contributions (background) 
from the observed noise. The set-up has been used for conductance fluctuation 
measurement in the temperature range 1.5 K ^ T ^ 500 K in the presence of 
magnetic fields. We present some representative data obtained by this system. 
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I. INTRODUCTION 



Study of conductance fluctuation is a valuable tool to study low frequency dynamics in 
condensed matter systems^"^. The conductance fluctuations in a current carrying conductor 
often show a power spectrum Sv{f) oc 1//",q; 0.8 — 1.2 and this is referred to as "1// 
noise". A proper application of 1// noise spectroscopy can be useful in different areas of 
materials science ^. Measurement of conductance or resistance fluctuations often involve 
detection of voltage changes of the order of 0.5nV-5 nV across the sample. The sample (the 
resistor) is usually current biased by a low noise source and the voltage fluctuation((5w(t) = 
vo{t) — (v), where (v) is the average voltage) is the manifestation of conductance fluctuation. 
5v{t) is the physical quantity that is measured and the measurement over a time period makes 
a time series. This is depicted schematically in figure 1. The most common though not the 
only way to represent the noise is through its spectral weight Sy{f) defined as: 



Power spectrum is also the Fourier transform of the auto-correlation function c(t) defined 

as: 



The core problem of experimental noise spectroscopy is the elimination of the contribu- 
tion of noise from sources other than the sample using both software and hardware tech- 
niques. The unambiguous and reproducible determination of the spectral power of the 
conductance fluctuation from the sample is a particularly demanding experiment, more so 
when the sample has low noise levels, since the measurement instrument noise itself has a 
1// character. 

The conductance fluctuations (or noise) measurements have two distinct aspects. The 
flrst relates to the hardware, involving elimination of the background noise arising from 
the environment, temperature control and other related issues. The extent of temperature 
control determines the low frequency range of reproducible data particularly for / < 100 
mHz. The reduction of external noise coming mainly from electromagnetic interferences, 
ground loops and impedance mismatch requires adoption of a few special techniques. Back- 
ground noise also involves such extraneous sources such as the contact noise which need be 
eliminated or minimized. 

The second and equally important aspect of noise measurement is the software aspect 
that involves various aspects of the data reduction involving digitization, digital flltering, 
fast fourier transforms (FFT)and related techniques. The data reduction technique involves 
use of digital signal processing (DSP). Use of modern DSP techniques along with the asso- 
ciated hardware leads to signiflcant rejection of external noise. We report in this paper how 
such techniques can be effectively implemented in practice in the context of noise measure- 
ments. The realization of the DSP techniques described in this paper allows a spectral noise 
floor of lower than Sv{f) < 10'''^^V'^ H and allows measurements down to 1 mHz. The 
computational speed and power available in modern PC's can be effectively utilized for this 
purpose. 
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FIG. 1. Schematic representation of the basic technique to obtain power spectra from the 
time series. The voltage fluctuation 6v{t) = {vo{t) — {v)), across the current biased resistor is 
measured. This is the 4-probe configuration. 



Our set-up is based on the five-terminal a.c. noise measurement technique described 
below. We have also improvised the technique so that one can measure the noise by a 5 
probe a.c technique in the presence of a superimposed d.c. This is useful for studying noise 
during electromigration stressing or in systems with non-linear conduction. 

While the estimation of power spectrum is the most common method to quantify fiuc- 
tuations, it is not the only way. A useful way to present the data is through the probability 
density function (PDF) of the fluctuations, a statistical distribution of data estimated from 
real time resistance fluctuations. Often the real time signal is corrupted by extraneous signal 
that is difficult to isolate from the fiuctuation to be studied. We also describe a scheme by 
which the extraneous signal can be isolated and one can obtain the PDF of the fiuctuation 
from the sample. Direct measurement of the PDF is a way to find out whether the fiuctua- 
tion being studied is Gaussian. Another way to find the deviation from Gaussian behavior is 
through the measurement of higher order correlation functions which are expressed through 
"second spectra" (defined later on). We also describe how the data acquired can be used to 
find the second spectra. 

We have used this apparatus in a number of experiments over the years This report 
describes in details the measurement methods used in the publications stated above. We 
also provide a selected representation of the systems studied using this technique.Though 
the main focus of the paper is on applications of DSP methods to noise measurements, we 
include a brief description of the hardware as well. 



II. THE PERSPECTIVE 

In this subsection we describe briefly the most common methods of noise measurements 
for the sake of completeness. This is to put the present investigation in a proper perspec- 
tive. As mentioned before, the quantity that one experimentally observes is the fluctuat- 
ing physical quantity (say a voltage v{t)) as a function of time around a mean deflned as 
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Sv{t) — V()(t) — (v), where (v) is the mean voltage. The main information is contained in this 
time series 6v{t). The most popular way to represent the noise is through the power spectrum 
Sv{f) of the measured fluctuation 5v{t) defined above in equation 1. The frequency range 
for which the spectral power is to be determined depends on the time scale of the fluctuations 
being investigated which in turn depends on the dynamics associated with the underlying 
physical process that causes the fluctuation. In general, if the dynamics is occurring at a 
time scale r, it will affect the power spectrum around the frequency range / ~ (l/27rr). The 
relaxation process that can cause the conductance to change with the characteristic time r 
makes a contribution to the power spectrum Sy{f) of the voltage fluctuation which is given 
by a Lorentzian 2t/ (1 + {27: fry. For processes with a distribution of relaxation time F{t) 
the power spectrum is a superposition of Lorentzians given as^: 



If there is a smeared kinetics then with a proper (and physically realizable) choice of F(r) it 
possible to obtain a power spectra Sy{f ) oc 1//" (« ~ 1). In the experimental measurement 
oil/ f noise it is important to ensure that the noise originates from the sample since many 
of the associated measuring electronics have noises that also have a "1//" power spectrum. 

A common way to measure 1// noise is to bias the sample with a constant current. In 
general, a 4-probe configuration is Tiscd where the biasing current is applied through two 
separate leads just like in 4-probc resistivity measurement (depicted in figure 1). The biasing 
current being d.c , the steady voltage drop across the sample is blocked off by a capacitor 
bank forming a high pass filter. The fluctuating voltage across the materials to be studied 
is then amplifled by a low-noise preamplifier (for samples with relatively higher resistance) 
or a low noise transformer for more metallic samples. The power spectrum can be obtained 
using a commercial spectrum analyzer or the time series, 5f (t), can be digitized and the 
power spectrum be obtained from the FFT of the auto-correlation function of the time 
series. The ease of use has made the spectrum analyzer the most commonly used method 
although it may not always be the best option. In order to separate out the contribution 
of the background to the measured the Sv{f), the Sv{f) is also measured with zero bias 
current and then subtracted out from the total measured Sv{f) ■ The difference gives the 
noise due to the sample under measurement. 

The 4-probe d.c method suffers from two very important drawbacks: (a) the 1/f noise of 
the preamplifier and the associated electronics adds to the background and raises the noise 
fioor of the measurements and (b) the background estimation can be very faulty because 
it can shift during the measurement itself since long data collection times are necessary for 
measuring the power spectra at lower frequency. Generally, if the power spectrum Sv{f) > 
10~^'^V^Hz~^ and the background is relatively small and stable then the d.c method may 
be used. 

Most of the drawbacks of the d.c technique is overcome by use of a.c technique. An 
important realization of the a.c technique has been originally proposed by Scofield^^. In 
this technique, the sample is biased by an a.c carrier and the signal is demodulated by a 
lock-in amplifier. This shifts the detection frequency to a region where the preamplifier has 
very low 1/f component. Typical carrier frequencies are around 1 KHz. The choice of the 
carrier frequency is to operate on region of low noise figure of the preamplifier and the lock-in 
amplifier. The required information on the noise contour is generally given in the manuals 
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of lock-in amplifiers and preamplifiers. The out put signal from the lock-in amplifier is then 
digitized. In this case the bandwidth of the output low-pass filter of the lock-in amplifier 
will decide the upper-band limit of the spectrum. Generally the carrier frequency is much 
larger than the bandwidth of the power spectrum measured. For measuring power spectra 
with / < 10^ Hz this is a convenient technique. In addition, if the signal is recorded at two 
phases, it can be shown that the in-phase part will give a power spectrum that is a sum 
of both background and "signal" while the out-of-phase component gives the background 
only.^^ The power spectrum of the noise from the sample (which we refer to as "signal" in 
the context of our work) can be obtained by subtracting the background, which is measured 
simultaneously. The simultaneous measurement of the background is the greatest advantage 
of the a.c technique^^. A closely linked method has been described by Verbruggen et.aP^. 
The main source of irreproducibility in quantitative measurement of Sv{f) is the improper 
estimation of the background contribution to the spectral power and its subtraction from 
the total measured power. It is not only important to reduce the back ground spectral 
power but also to have a good quantitative measure of it. By simultaneous measurement 
of back ground and the total power, the a.c measurement eliminates a good part of the 
problem. For the sake of completeness we briefly mention the mathematical basis of the 
noise measurement procedure by the a.c method using a lock-in-amplifier The power 
spectral density of voltage fluctuations at the output of the lock-in-amplifier is given by, 

Ev(/, S) Gl [S'yifo - /) + {lLs)Sr{f)cos\S)] (4) 

where Sylf) is the voltage fluctuation due background noise, uncorrelated to the samples 
noise and Sr{f) is spectral density of resistance fluctuations of the sample. Gq is the product 
of the gain of the pre-amplifler and that of the lock-in-amplifier, /o is excitation frequency,/ 
is the measurement frequency (/ ^ /o), Irms is the rms value of the biasing current and S 
is phase angle of detection of the input voltage to the lock-in-amplifier with respect to the 
bridge current. The relation above is vahd for / < fo/2. If the pre-amphfier noise and other 
extraneous noise sources are low or properly eliminated, the main contribution to the low 
frequency background noise, is mainly the Johnson noise with S^,^ AkeTR^^. The spectral 
density of voltage fluctuations from the sample, Sv{f) is related to the spectral density of 
resistance fluctuations as Sv{f) = Hence, when 6 = 0, E^(/,0)/Go = Sy + Sv{f), 

i.e., when the lock-in-amplifler demodulates the input signal at the same phase as the bridge 
current, the output contains noise power from both the sample and that of the background . 
Secondly, when 5 = -k/2, Ey (/, 7r/2) /Gg = -S"" , i.e., detection at 90° gives only the background 
noise in the output. 

An improved version of the a.c. method is the 5-probe technique, where the central 
electrode is grounded This is shown as schematic in flgure 2. 
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preamplifier 

FIG. 2. Schematic representation of the basic technique to obtain power spectra from the 
time series. The voltage fluctuation Sv{t) = {vQ{t) — (u)), across the current biased resistor is 
measured. This is the 4-probe configuration. 

Grounding the centre effectively divides the sample into nearly two equal arms which 
form the lower arms of an a.c bridge. Low noise wire-wound resistors form the two upper 
arms. The upper arm resistances are chosen to be much larger than that of the lower arm 
(sample) resistance, so that the current through the sample is determined by the upper 
arm resistors. The bridge can be balanced both in amplitude and phase by shunting one 
or both the upper arm resistors with small, low noise variable capacitors. In the balanced 
condition, the signal to the amplifier contains only the information of the fiuctuations and 
not the mean bias across the sample. Thus the signal reaching the amplifier is rather small in 
amplitude, allowsing one to use large amplification. Thus balancing the bridge can raise the 
sensitivity many folds. The 5 -probe configuration also reduces the contributions to noise by 
temperature drift. This happens because two similar half of the sample forms two arms of 
the bridge and the drift in resistance due to temperature drift is balanced out. Balancing out 
the temperature drift contribution allows spectral noise determination to lower frequency 
(/ < lOmHz) By working with a carrier frequency /o at which the amplifiers have a very 
low noise one can measure the spectral power to very low frequencies (~ 1 mHz). We note 
that measurement of Syif) to a frequency of ImHz by the conventional d.c. methods is 
particularly difficult because the measured noise spectral density is masked by the amplifier 
noise. 

The exact methods to be used for noise measurements depend on the noise level of the 
measured sample. When the spectral power of the sample noise Sv{f) > 10~^^ — 10~^^ 
V^Hz~^, the background is usually not a problem and simple d.c method will suffice. How- 
ever, noise measurements in relatively clean systems can involve measurement of spectral 
power as low as 10^^° V^Hz~^ or even lower. In such situations, the contribution of sample 
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"conductance fluctuations" in to the total spectrum maybe visible only at very low frequen- 
cies, the region of the spectrum at higher frequencies being dominated by background noise 
(see, for example, figure 14(b)). To botain the complete spectrum of conductance fiuctua- 
tions, the background level has to be carefully estimated and subtracted. For low resistance 
samples, where a transformer premaplifier can be used, a good way to ensure that the back- 
ground noise is minimized is to compare its power spectra with the expected power spectra of 
the thermal noise (AkBTR). If the power spectra of the background is comparable to AksTR 
(or within a reasoanable range of it), one can conclude that a good elimination/minimization 
of the background noise, along with a satisfactory level of temperature control, has been 
achieved. 

In this report, we describe how we have achieved cleaner and more reproducible noise 
measurement using DSP techniques. In particular, in this paper we describe how our set-up 
attends to the issue of digitizing techniques and processing of the data after digitization. 

III. THE SETUP 

In this subsection we briefly describe the hardware aspects of our set-up. As an example 
of a simple low-noise practical realization of the Wheatstone bridge for 5-probe set up, 
we have used three ten turn wire-wound pots of resistances 20 kQ, 1 kQ and 200 Q 
connected in series as the balancing arm. Alternatively a decade box can be used. The 
other arm consists of a few 5 W, wire-wound,non-inductive resistors. Typically, the arm- 
resistance was kept > 30 times the sample-resistance in most of the experiments. The error 
voltage across the sample is amplifled by a low noise amplifier which can be a shielded 
Triad (GlO)transformer^^ or a transformer preamplifier (SR 554)^^ for low resistance sample 
(< 100 Q). For sample resistances > 100 Q we used a low noise preamplifier (SR 560)^^ . The 
carrier frequency was chosen in each case to lie in the "eye" of the Noise Figure (NF) of the 
transformer and preamplifier to minimize the contribution of the transformer/amplifier noise 
to the background noise. (The eye of the NF of the transformer, preamplifier and the lock-in 
amplifier are all very similar and lie in the range 200-1000 Hz. Thus the carrier frequency 
is chosen in this range). The fiuctuating output of the bridge was amplified typically by a 
factor of 100 and the amplified voltage goes to the input of the lock-in-amplifier. Typical 
balance attained was around 1 part in 10^. We used a SR 830 dual phase DSP lock-in 
amplifier in our work The lock-in amplifier (depending on its sensitivity and whether the 
output expand function of the lock-in is used) can be provide a gain oflO'^. So the total gam 
one obtains is in the range of 10^ We note that the use of maximum possible gain depends 
on how well the bridge is balanced and that the lock-in amplifier is not overloaded. 

The amplifier noise at low frequencies (< 10 Hz) is rather high, decreasing as the frequency 
increases. It reaches a minimum at ~ 200 Hz - 900 Hz and at an input resistance of 
~ 1 Mfl (the NF of the "eye" of the amplifier). By choosing a frequency of the biasing 
current(/o) within the above range and stepping up the input impedance of the amplifier by 
a transformer, the amplifier contribution to the background noise could be made negligible. 
We were able to carry out noise measurements to a frequency range as low as 1 mHz using 
this set-up. 

In this context we note the superiority of the digital lock-in-amplifiers compared to its 
analog counterpart. A low noise phase sensitive detection is the primary feature of a digital 
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lock-in-amplifier. The lock in amplifier uses anti-alias filter at the input stage and all the 
operations of the phase sensitive detection, including phase shifting, mixing and low-pass 
filtering are done by the on-board digital signal processor (DSP) at 20 bit accuracy. The 
digitized input voltage is multiplied with the digitally computed reference sine wave with 
extremely low harmonic content (< —120 dB). Apart from this, its phase noise (< 0.0001° 
at 1 kHz), orthogonality (90°± 0.001°) or harmonic rejection (< —80 dB) are important 
parameters that help to achieve low noise floor. 

We carried out most of our experiments in liquid He cryostats that necessitate use of 
long cables. These cables are often source of large background. We used low noise miniature 
coaxial cables for all leads inside the cryostat. Special attention was given to the electrical 
grounding of the setup and the shields of the coaxial cables. "Single point grounding system" 
with series connection was implemented which gave excellent results at low frequencies. The 
single ground point was made on the body of the shielding enclosure which was connected 
to the main ground of the building. 

Figure 2 shows schematic of the setup enclosed by a double-walled Faraday box. The 
walls of the box consists of adjacent sheets of aluminium and mild steel, both having a 
thickness of 1.5 mm. The field amplitude inside the box is reduced by both absorption and 
reflection at the shield. The shielding, particularly above 50 Hz, is primarily achieved by 
the mild steel sheet due to its high permeability. At 50 Hz, the skin-depths for mild steel 
and aluminium are 0.5 mm and 11 mm respectively, which would lead to a total attenuation 
of ~ 30 — 35 dB across the 1.5 mm thick sheet. Experiments done to check this revealed 
about 2 orders of magnitude suppression of the power line (and its harmonics) interference 
inside the enclosure, which was better than the expected attenuation. Hence use of 1.5 mm 
thick sheets as shields appears to be satisfactory. (Use of the shielded enclosure reduces the 
contribution of external contributions like the power line from about lO"^*^ — 10~^^ V^Hz~^ 
to ~ 10-12 _ ;^o-i3 v2Hz-\) 

IV. MEASUREMENT OF NOISE WITH A.C IN PRESENCE OF A D.C BIAS 

It is often required to measure noise in a system in presence of d.c stressing current, e.g. 
noise measurement during an electromigration stressing of a sample. Alternately, it maybe 
of interest to measure noise at different d.c bias values, a particularly desirable feature 
for systems showing nonhnear conduction. This is because the observed voltage fluctuations 
needs to be scaled by the measuring bias and not the d.c. bias, in order to obtain the correct 
relative fluctuation Sy /V'^. If the bias for non-linear conductivity and noise measurements 
are the same, Sv/V^ becomes a rather ill-deflned quantity. 

We have used a setup in which noise can be measured with a flxed amplitude a.c signal 
as described above but one can independently apply a d.c bias which does not interfere with 
the noise measurements. Thus, in our set-up (described below) one can obtain non-linear 
bias-dependent conductivity, and yet retain a well-deflned meaning for Sv/V''^. The d.c bias 
(Jdc) has been applied using a circuit shown in flgure 3. 
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FIG. 3. (a) Schematic of the connections when the noise is measured with a.c in presence of 
a superimposed d.c. Typical air core inductor has L = 0.8H and the silver mica capacitor has 
C = lO/uF. (b) Noise data taken with a.c bias with and without superimposed d.c bias. 



The capacitors and inductors shown in the figure decouple the a.c and d.c. source and 
prevent d.c being applied to the pre-amplifier circuit. It is important to check that the 
capacitors and inductor does not affect the gain and the phase of the amplifier and also does 
not introduce additional features in the power spectra. This was tested by taking data on a 
metallic film at room temperature by biasing the circuit using only an a.c signal ( Jdc=0) and 
taking data with the decoupling capacitors and inductors both present and absent. Data 
were also taken using a.c and d.c applied together. In all these cases power spectra obtained 
were seen to be identical as shown in figure 3. ( Note : The metallic film has a linear I-V 
curve and is ohmic in nature. J^c was kept below the electromigration threshold. ) 



V. DIGITIZATION AND SIGNAL PROCESSING 

A very important aspect of power spectrum estimation without artifacts is the digitiza- 
tion of the signal appearing at the output of the lock-in amplifier, and subsequent digital 
signal processing to obtain the power spectrum. Two different mechanisms of transferring 
the voltage fiuctuation data to an external storage media (like the computer memory or 
hard disk) can be adopted. 

In the first procedure, the lock-in-amplifier DSP was triggered by the computer through 
IEEE 488 interface for data acquisition and two 64 Kbyte in-built buffers of SR830 were 
used for temporary storage. However, due to restriction in the available memory in SR830, 
a maximum of only 16383 data points could be acquired in a single run. On completion, 
the stored data was transferred to the computer memory through the IEEE 488 interface 
card. This method is useful for multiple number of short data-sets in systems which have 
inherent drifts (e.g. a stressed electromigration film) which tend to overload the lock-in 
during data storage. The time delay of the data transfer can be used to re-balance the 
bridge before the next set is stored in the buffer. However, this is also a limitation when the 
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power spectra is required to be estimated down to very low frequencies, since the averaging 
for larger timcscale datapoints become restricted to only a very few points. 

The second method used a 16 bit analog-to-digital converter card (PCL816)^^ which was 
attached to the computer mother board. The input signals were digitized at a definite rate 
determined by a programable on-board pacer clock (8254) and directly transfer the data to 
the computer memory. Since the available memory space was much larger, this method was 
generally used to collect large number of points (~ 10^ or more) in a single run. No spectrum 
analyzer was used in any of the experiments because the computer provides a direct access 
to the time series. 

As mentioned earlier, noise measurements invariably involve high degree of interference 
from environmental sources such as power line frequencies and its harmonics. Even with 
extensive groimding and shielding, only a part of this undesirable interference can be sup- 
pressed. However, for noise measurement purposes, specially when the measurable noise is 
~ 10~^° V^/Hz or less, one has to implement a few special DSP techniques to suppress any 
contribution at power line frequency or its harmonics. The rejection of excess interferences 
depend on several parameters, as described below. 

Typically, the intended sampling rate was restricted to A < 32 Hz. This determined 
the required time constant (riock) of the filter at the output of the lock-in-amplifier as, 
Tiock ~ l/(27rA). The roll-off of the filter was kept at a maximum available value of 24 
dB/oct. An important issue is the choice of the value of Tiock- The problem involved may 
be appreciated as follows. For instance, digitizing the data at 32 Hz with Tiock ~ 3 msec, 
i.e., a pass-band width of ~ 53 Hz (= l/27iTiock), results in high degree of aliasing. The 53 
Hz window of the lowpass filter at the output of lock-in-amplifier allows the entire power 
line fiuctuations (50 Hz) to get superposed on the sample voltage fiuctuations, which reveals 
itself as peaky structures in the spectrum through aliasing. By increasing Tiock (thus reducing 
the width of the pass-band) by a factor of 2. the situation improves only marginally as the 
roll-off suppressed the 50 Hz noise only by 24 dB, i.e. a factor of only 10. This, however, 
is not good enough for the power line rejection. In addition, this procedure restricts the 
measurable noise bandwidth from the sample apart from making the whole process rather 
slow. The problem was solved by the following digital signal processing scheme. The scheme 
enables one to suppress the power line fiuctuations at 50 Hz by a factor of ~ 10^ — 10^ keeping 
the sampling rate even at 32 Hz and other lock-in-amplifier parameters same as described 
above. 

An example of the result obtained by this process is shown in figure 4 where we show 
the data that have been processed by the DSP scheme and that used only the filter of the 
lock-in amplifier. A comparsion of the two cases shown in figure 4(a) and (b) shows that 
the background has been suppressed by nearly 3 orders by the DSP technique used here. 
The observed background noise after the proper signal processing is white with a spectral 
power of ~ 10~^^ V^/Hz, which is close to the value of Johnson noise {AkBTR) for a 100 
ohm resistor at 300K. 
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FIG. 4. An example of the power spectra obtained with and without the DSP technique de- 
scribed in the text, (a) The power spectra without the decimation and without DSP techniques 
(using lock-in filter only) showing large contribution from the power line, (b) Decimation and DSP 
techniques lead to complete suppression of the power line noise. The observed background is the 
Johnson noise of the resistor. The data are for a 100 ohm carbon resistor. 



This example clearly shows that our technique suppresses all extra noise source con- 
tribution. The filter in the digital lock-in is not good enough to suppress the background 

noise to this extent. (Note: The DSP scheme mentioned here takes care of the power line 
interference as well as the aliasing due to improper digitization rate. The interference due 
to the power-line is more serious. The spectral power due to the power line at 50Hz, within 
the shielded enclosure is around 10~^^ to 10~^^ V^/Hz. The DSP scheme mentioned here 
suppresses the powerline interference at the frequency window used here ,so that the only 
contribution to the background is the Johnson noise of the resistor.) 

The previous discussion addresses the important problems that the DSP scheme takes 
care of. Below we describe briefly the operational part of the scheme. In figure 5 we describe 
the schematic of the DSP technique used. 
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FIG. 5. Schematic of the digital processing process. 



Let A be the intended sampling rate by the DAC. Typically,A = 32, 16, 8, ..Hz, usually 
a power of two, even though it is not absolutely necessary to restrict A only to such values. 
The lock-in-amplifier output filter time constant is kept at the nearest available value of 
l/27rA and a roll-off 24 dB/oct. The data processing scheme goes as follows^: 
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(i) Raw data is digitized at a rate of Aj = 16 A or 32 A. The essential idea is that the 
gain of the filter at the lock-in-amplifier output comes down by ~ 96 to 120 dB (i.e. by 
factor of 10^ — 10^) at the digitization rate. This suppresses any significant aliasing effect in 
the digitized data that is stored in the computer memory. 

(ii) A digital antiahasing filter with pass-band cutoff at A and a roll-off of ~ 100-120 
dB/oct was applied on the digitized data. 

(iii) Finally, after applying the anti-aliasing filter on the raw data, it is decimated by 
storing every 16*'' or 32"'' data points, depending on the ratio of original digitization rate 
A^ and A. The new series of data has an effective samphng rate of and A and almost devoid 
of any power line disturbances due to high roll-off of attained in the antialiasing filter. 

(iv) Steps (ii) and (iii) taken together is the decimation in time domain. In actual 
data processing, one usually decimates in two/three steps in order to optimize the storage 
requirement and computation time. In the next section a three step decimation process is 
described with typical numbers encountered during the experiments. 



VI. DIGITAL FILTERS: MUTLISTAGE DECIMATION IN TIME DOMAIN 



A schematic of the multistage decimation process is shown in figure 6. 

stage 1 Stage2 Stoge3 




FIG. 6. Multistage decimation process . 



For decimation by a total factor of 32, we have used the set of successive decimation 
factors of 4,4 and 2, while for a total decimation of 16, factors of 4,2 and 2 were found to be 
most efficient. The roll-off of the digital filter also varies with the stage of decimation and 
it is maximum at the final stage. The final stop-band attenuation is however limited by the 
attenuation of the lock-in-amplificr output at the digitization rate A^. Since A^; ^ A there 
is appreciable attenuation of the extraneous signal at the stop band . 

The antialiasing filter design was mainly governed by two requirements: attenuation 
in the stop-band and transition band-width. All filters employed in decimation procedure 
are FIR ("finite duration impulse response") -type whose operation can be expressed by the 
following convolution term in time domain^^'^^'^°, 

N 

y[n] = ^ x[n — m]h[m] (5) 

m=0 

where h[m],m — 0,1,.., N is the impulse response function of the filter. A?" -|- 1 is the filter 
order or the number of taps, x and y are input and output sequences respectively. We 
adopted the Kaiser window method of filter designing^^. The Kaiser window is defined as. 
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(6) 



where a = M/2 and Jq is the zeroth-order modified Bessel function of the first kind. By 
varying M + 1 and the shape parameter /3, the window length and shape can be adjusted to 
trade sidelobe amphtude for mainlobe width. . As a typical example, for a total decimation 
by a factor of 16 we used successive stages of 4,4 and 2. The corresponding number of taps 
(length of antialiasing filters) are 35,25 and 321 to achieve a total attenuation of lOOdB at 
the stop band. The final sampling rate is 4Hz and the maximum frequency limit is limited 
to 2Hz. The filter response functions are shown in figure 7 along with the stop frequency. 
In the same graph we show the filter function of the lock-in amplifier. It can be seen that 
the attenuation attained at the stop band by the digital filters (along with decimation) is 
much superior to that attended by the lock-in amplifier filter. We refer to figure 4 and note 
that the 3 order attenuation of the extraneous back ground signal is possible due the filter 
functions and the decimation process. 




f(Hz) 

FIG. 7. The response function of the three stage digital filters used. The lock-in amplifier filter 
response is shown for comparison as a dotted line. 



VII. ESTIMATION OF THE POWER SPECTRUM: WELCH'S PERIODOGRAM 

METHOD 

The digitized and subsequently decimated data was then processed to obtain the power 
spectrum of conductance fiuctuations. The estimation of the power spectrum used a method 
developed by Peter D. Welch using fast fourier transform and is known as the "method of av- 
eraged periodogram"^^. The principal advantages of this method are a reduction in the num- 
ber of computation and required core storage and hence smaller execution time. The essential 
steps of the averaged periodogram method are listed below. Let, x{j),j = 0, 1, — 1, be 
a sample from a stationary, second-order stochastic sequence. Let Sv{f), \f \ < A/2, be the 
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power spectral density of x{j). At First, the data is divided in segments of length L with 
the starting point of these segments D units apart. Then, 



j = 0,l,...,L-l 
j = 0,l,...,L-l 



xk{3) = x{3 + {K- 1)D) j = 0, 1, L - 1, 

K being the total number of segments. Hence, N = L + [K — 1)D. A modified peri- 
odogram for each segment Xk{j) is calculated by the method described below.The schematic 
of overlapping data segmentation is shown in figure 8. 











L-1 



^20) 



(K-l)D 



'JV-J 



N-1 



FIG. 8. The schematic of the data segmentation used to construct the periodogram which gives 
the discrete FFT . 



A window function w{j),j — 0, 1,...,L — 1, is selected and multiplied to Xk{j) 
to form the sequences Xi{j)w{j),X2{j)w{j), ...,XK{j)w{j). Discrete Fourier transforms 
Ai{n), A2{n), Axin) of the K sequences Xi,X2----Xk and for n=0,l,2 L/2 can be ex- 
pressed as 

i = \/^. The modified periodograms are obtained as, 

Pkifn) ^ ^\Ak{n)\'' k^O,l,...,K (8) 

where /„ = nA/L, for n — 0,1,..., L/2 and U — (l/L) w {j). U is the normalization 

3=0 

factor . The discrete frequency steps in the power spectrum are in multiples of A/L. The 
maximum frequency is limited by the effective sampling rate and is A/ 2. While A is the 
final effective data taking rate after the decimation, the length of each sequence L can be 
varied after the data are taken and an optimum value of A/L can be reached that will also 



14 



minimize the speed of computation. Since N is fixed tfie data analysis lias two out of the 
three parameters L,K and D free. Generally in the program the input L and D are put by 
hand during the calculation at the final stage. 

The spectral estimate is the average of these periodograms, i.e., 

S{fn)^^j:Pk{fn) (9) 
k=l 

The largest frequency of spectrum is hmited to A/2, A being the samphng rate, by Nyquist 
theorem. In most case of estimation of power spectral density, "Manning window function" 
which has the following form was used for w{j) as^^'^^'^°, 

w{j) = l[l-cos{^)] j = 0,l,...,L-l (10) 

The program to evaluate the spectral estimate is mostly taken from standard sources (^^)with 
a few modifications. For any power spectral density estimate, checking the normalization is 
absolutely necessary. The normalized estimation of the power spectral density evaluated in 
the method described so far has been cross-checked with the estimation of the same quantity 
using commercially available FFT program. All the evaluations gave the same estimate of 
Sv{f)- (Note: While there are a number of other ways the power spectra can be evaluated, 
this is one of the simplest to implement with a well-defined expression for the normalization 
of the estimated power spectrum. The variance of the estimator of the power spectrum is 
also somewhat small in Welch's periodogram method.) 



VIII. ANALYSIS IN THE TIME DOMAIN : WEINER FILTER 

So far our discussion has been focused on obtaining the power spectra from the time 
series (which is the actual stored signal) using various tools of DSP. In certain cases, it is of 
interest to study the time series of voltage fluctuations directly and obtain information from 
it. In particular, it is very important for calculating the higher order statistics, as we see in 
the next sections. In the case when the conductance fluctuations are orders of magnitude 
larger than the background level, the time domain analysis is usually accurate if we use only 
the "in-phase" time series as it is recorded from the lock-in amplifier output. However, if 
the conductance fluctuations are such that within the measured bandwidth, it is comparable 
in magnitude with the background, then the "in-phase" time series is sufficiently corrupted 
by the additional background signals, and the effect of the background has to be removed 
before time domain analysis can be done. We describe a method to obtain the uncorrupted 
time series from the recorded time series of voltage fiuctuation. In our method for obtaining 
the "uncorrupted" time scries, the data from the "in-phase" as well as the "quadrature" 
components recorded by the lock-in amplifier are required. The former contains signal 
from the conductance fluctuations as well as the background fluctuations, while the latter 
contains only the background fluctuations. The method of estimating the power spectrum 
is a powerful tool for obtaining this "uncorrupted" signal from the corrupted one. We 
have used Weiner filter^^ to eliminate the background signal. The Weiner fllter translates 
the signals into frequency domain, and then retains only that fraction of the power that 
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corresponds to the "excess" noise over the background. It then re-transforms the "cleaned" 
spectrum into the time domain to produce an "uncorrupted" time domain signaL The power 
spectrum of the uncorrupted time domain signal contains only the "excess" noise, without 
the background being present. Below, a brief description of the adopted procedure is given. 

Let c{t),n{t) and s{t) be the corrupted, background and the uncorrupted time domain 
signals respectively. Let C{f), N{f) and 5'(/) be their Fourier transforms, respectively. We 
define the filter transfer function in the frequency domain, 

$(f) = (11) 

This is the fraction of power, at each frequency, of the uncorrupted signal in the total signal. 
Since |C(/)p = \S{f)\^ + \N{f)\\ we can rewrite this as 

To obtain the uncorrupted signal, the corrupted "in-phase" signal is first Fourier trans- 
formed. It is then multiplied with this filter transform function and inverse Fourier trans- 
formed to give the "uncorrupted" signal. An important assumption in this estimation is that 
the background and the uncorrupted signals are uncorrelated. Figure 9 shows a flow-chart 
describing this procedure. 



Pxdata, pydata 
& dxdata 



'Inverse Fourier transform/ 



Uncorrupted 
time signal 



FIG. 9. Flow chart showing the procedure for obtaining the "uncorrupted" signal, pxdata and 
pydata corresponds to the power spectra of the in-phase and quadrature signals, dxdata is the 
(decimated) corrupted time domain signal. 



In figure 10, we show how a typical time series looks like before and after Weiner filtering. 
The highest frequency components get suppressed sharply since they are dominated by the 
background noise. Besides its usefulness in studying the time domain features, the estimation 
of the uncorrupted signal is crucial for the other statistical and spectral analysis that were 
extensively used in our investigations. 
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after Weiner filter (shifted for visual clarity) 



2000 
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t(s) 



2020 



FIG. 10. A typical time series of voltage fluctuations before and after Weiner filtering. Note 
that the low frequency fluctuations, where the spectral power of the "l/f noise dominates, are 
almost unchanged , whereas the high frequency fluctuations where the spectral power of "l/f 
noise is negligible and the total fluctuations are dominated by the background noise, are sharply 
attenuated. The filtered time series has been slightly shifted for better viewing. 



IX. CALCULATION OF PROBABILITY DENSITY FUNCTION 

It is a common practice to characterize noise by its power spectral density, Sv{f)- In the 
context of Gaussian fluctuation this will suffice. In many physical situation, however, the 
fluctuation need not be Gaussian. In some complicated systems, the fluctuators may not 
be completely independent of each other, giving rise to correlations. This kind of behavior 
is expected from systems with extremely large relaxation time or with sequential kinetics 
with hierarchy as envisaged in frustrated systems hke spin glass of structural glass freezing.^ 
Under these circumstances,limiting the analysis of conductance fluctuations to its spectral 
power density only does not completely characterize the fluctuating system. When the 
fluctuations become non-Gaussian, and higher order statistics are needed to describe the 
fluctuations. Mathematically, Gaussianity implies that all multi-point correlation functions 
{V{t)V{t + ti)...V{t + tn)) can be expressed by decomposing them into the sum of all possible 
products of pairwise correlation functions^^'^^. Another way to check the Gaussian nature 
of the fluctuation or deviation from it is to determine the PDF (the fluctuation histogram) 
from the time series 6v(t). The PDF of voltage fluctuations had been investigated even 
more than 3 decades back to study the statistical nature of the l/f noise in resistors and 
semiconductor devices 

We have followed the following procedure to obtain the PDF from the observed time 
series^^'^^. This is a markedly improved procedure than past practices and allows deter- 
mination of PDF when the relative variance of the fluctuation is less than even 1 part in 
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10 . In the first step, the power spectrum is calculated to find out the comparative levels of 
excess noise present with respect to the background noise. This can be done by studying the 
time series obtained from the in-phase and the quadrature output of the lock-in amplifier. 
This is important in order to assess to what extent that the background effect can affect 
the signals. Next we find the approximate frequency (/*) at which the excess noise from 
the sample (which is often of 1// nature) and the background noise become comparable. For 
example it can be seen that in figure A f* ^ 6Hz for the carbon resistor used. If the sample 
has very low noise level (an example will be given in figure 13) then /* can be indeed be very 
low hke /* O.lHz.f* fixes the bandwidth.The real time signal is decimated down so that 
the bandwidth is restricted below /* . In this way, we ascertain the in-phase component is 
always above the background level. For f > f* the signal is sufficiently corrupted that the 
filtering cannot remove the background. The in-phase component time series (decimated to 
/ < /*) is Weiner filtered in the method described in the previous section, and we get the 
uncorrupted time domain signal without significant contribution from the background level. 



Uncomipted 
time signal 



Estimate jump sizes 



Calculate histogram 



Normalised 
histogram— I 
PDF 



FIG. 11. Flow chart showing the procedure for obtaining the PDF. 



From the uncorrupted time scries the PDF is then calculated in two steps. In the first 
step, the minimum voltage jump size {6v,n)is estimated from the lowest level of voltage 
fiuctuations in the power spectrum . As stated this is mostly the AkBTR background noise 
in many cases. Formally 5v'^ ~ Jq Sbackground{f)df ■ The jump size of each fiuctuation from 
the uncorrupted time series is calculated and stored in a separate file, ignoring all jumps 
with |5f I < \Svm\, the minimum assigned voltage jump size. Effectively, Sv^ sets the "zero" 
of the PDF. 

Next, voltage "bins" are created, starting from the minimum voltage jump size upto the 
maximum jump value obtained from the time series. The voltage jump sizes stored in a 
separate file are then assigned into corresponding voltage bins. The ensemble of these bins 
with the number of "jumps" in each voltage bin makes the histogram for the fiuctuation. 
The histogram is normalized so that the total area under the distribution is unity, and this 
normalized histogram is the PDF. This procedure has been shown through a fiowchart in 
figure 11. 



X. CALCULATION OF "SECOND SPECTRUM" 

Deviation of the PDF (as calculated in the section before) from a Gaussian is a way 
to represent non-Gaussian behavior of a fiuctuating system. A second way to do this is to 
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measure the variance of the noise power determined from a series of measurements within 
a given bandwidth and to compare it with that expected from Gaussian noise^'"^^. This 
can be further extended to calculate the variance as well as the covariance and generate 
the covariance matrix. For Gaussian noise, the covariance elements of this matrix have 
expectation values of zero. An equivalent way of expressing this information is to take the 
power spectra and cross spectra of the time series of noise power measurements in one or 
more bands. This power spectrum of the fluctuations in noise power within a band of the 
original spectrum is called the Second Spectrum. The second spectrum is the FFT of the 
four point correlation function expressed as^''' S'''^\f) = /Q°°(V^(t)V^(t + r))tCos(27rfr)dr. To 
make an estimate the second spectrum , we start with the uncorrupted signal. This is then 
digitally band-passed through a small frequency window, within which the fluctuation of the 
spectrum is to be tested. The data sequence is then squared, point-by-point and stored as 
another file. The power spectrum of this "squared" time series gives the second spectrum^*. 
The figure 12 shows the steps for estimating in the second spectrum.In the section below we 
give examples of second spectra taken by our program. 



Uncorrupted 
time signal 



Square point by point 



Fourier transform 



Estimate power 
spectrum 



FIG. 12. Flow chart showing the procedure for obtaining the second spectrum. 



XI. EXAMPLES OF NOISE MEASUREMENTS 

This apparatus has been used in a number of systems for noise measurements. ^^^^ In the 
following we quote some examples from them and refer to the original paper for details. An 
example of a typical 1// noise measured in the apparatus is shown in figure 13(a) for a Ag 
film (1.5mm x 12.5//m x lOOnm) grown on glass substrates. 
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FIG. 13. (a)Examplc of spectral power and time series (inset) in a low noise Ag film, (b) The 
PDF of the voltage fluctuation(obtained from the time series after Wiener filtering as explained in 
the text). The PDF in this case is a Gaussian. ( Note : log(AF) is plotted against AF^ to display 
the Gaussian nature of the PDF.) The width increases as the temperature is raised. 



The inset shows the time series of the fluctuations. The spectral noise measured has 

1// dependence and at / ~ \liz the spectral power (after background subtraction) is as 
low as 10^^° V^/Hz. This is lower than the background noise of 10^^^ V^/Hz which is close 
to the Johnson limit. In figure 13(b) we show the PDF of the time series obtained after 
Wiener filtering explained above. The Gaussian nature of the fiuctuation can be seen from 
the PDF. The width of the PDF increases on heating following an activated dependence on 
temperature with an activation energy of 0.3eK. 

Figure 14 shows typical spectra obtained in P doped silicon at low temperature (4.2K). 
14(a) Shows the spectrum taken in a sample of low resistance (~ 10^2), where a transformer 
preamplifier was used before feeding the signal into the lock-in amplifier. The resulting 
background noise level is very low. In 14(b), we see the spectrum taken in a sample of 
higher sample resistance (~ lOOfi) and the signal was fed directly into the lock-in amplifier. 
As a result, the background noise level was much higher. In spite of this high background, 
we can see remarkably clear "l/f behavior of the spectrum upto two order of magnitude 
below the background noise level. This level of clarity was possible only due to the fiexibility 
obtained in signal recovery using DSP methods. 
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FIG. 14. (Spectra taken in two representative samples of P doped Si at 4.2K. (a) A low re- 
sistance sample allowing the usage of a transformer preamplifier, lowering the noise background, 
(b) A high resistance sample, signal from which was directly fed into the lock-in, giving rise to 
higher background level. Note the clarity with which the "l/f part is visible even two orders of 
magnitude below the background level. The data are from references [18] and [38]. 



As mentioned before, our setup allows us to measure noise over large ranges of temper- 
ature. An nice example is noise measured in P doped Si from 5K to 500K. Figure 15 shows 
the scaled noise parameter as a function of T. 
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FIG. 15. T dependence of the scaled noise parameter in P doped Si, clearly showing various 
(power law, activated) behavior. 



The scaled noise parameter '^h ( often called the Hooge parameter) is defined as 

= (13) 

where V is the mean bias across the sample containing N charge carriers and a ^ 1. The noise 
at low temperatures (T < 100 K) rises with decrease in T following an inverse power-law. 
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as determined by the mechanism of Universal Conductance Fluctuations (UCF)-'^^. Close 
to the critical regime of the metal-insulator transition in doped Si the noise diverges as the 
fluctuation becomes non- Gaussian as revealed by higher cumulants like the second spectra 
or probability density function obtained from the real time series^^. At higher temperatures 
(T>100K), fluctuation arises from different mechanisms and has an activated dependence 
on temperature. 

Perhaps one of the biggest successes of our setup was the ability to systematically study 
not only the fluctuation spectra and statistics, but also clean measurements of the second 
spectrum in doped silicon which has rather low noise levels (< AR >/R < 10""^)^^. In figure 
16 we show the second spectrum measured in a doped Si sample at various temperatures. 
The systematic growth in the slope of the spectrum shows clear indication of growth of 
correlations within the fluctuators.^^ 
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FIG. 16. Second spectra of fluctuations in P doped Si, measured at various temperatures. The 
growth in the slope of the second spectra indicates correlations (see text). 

A nice example of measurements with a.c with superimposed d.c is the non-linear conduc- 
tion and the accompanied noise in charge ordered systems like the rare-earth manganites^''. 
This is single crystal of the charge order manganite Pro.esCao.syMnOs. The charge order- 
ing temperature is 260K. But below the charge ordering temperature (~ 220K), the charge 
ordered state can be destabilized by an applied d.c bias which leads to non-linear conduction. 
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FIG. 17. Spectral power of a charge ordering manganite^^. The spectral noise has a narrow 
band low frequency noise which increases when an applied d.c bias melts the charge ordering. The 
noise data are taken with a a.c bias with a superimposed d.c. 

In figure 17 we show that at the threshold of non-linear conduction the noise contains 
random telegraphic noise (RTN) which gives distinct Lorcntzians superimposed on a broad 
background oil/ f noise. In this case the noise was measured by an a.c in presence of a 
superimposed d.c bias. 

This work has been financially supported by the CSIR, Govt, of India, through an SRF 
(SK), an SPMF (AB) and a sponsored scheme (AKR). 
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